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ABSTRACT 

Recent tests by G. L. Rowe ineaicated) ties poss teil men 
monitoring fatigue damage of 70-30 copper-nickel by use of a 
commercial fatigue life gage. The work reported herein, how- 
ever, which includes tests at cyclic strain levels considerably 
higher and lower than those used by Rowe, suggests that much 
more study and development will be required before in-service 
monitoring will be useful or reliable. Fatigue failure, 
using initial surface crack formation as a criterion, takes 
place at low cyclic strain levels with appreciably smaller 
gage indication than does failure at medium or high cyclic 
strain levels. It is further noted that ability to detect 
Surface cracks depends greatly upon the expertise of the 
observer so that a less subjective criterion of failure should 


be developed. 
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SYMBOLS AND DEFINITIONS 
Cycles per minute 
Inches 
Degrees Fahrenheit 
1000 pounds per square inch 
Number of cycles 
Pounds per square inch 
Resistance change 
Seat; 107© inches per inch 
Compressive strain indication 
Strain reading in neutral position 


Cyclic strain amplitude, also called strain level 
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Mensile strain Indalcatton 


Micro (107°) 


Ohms 
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Ik INTRODUCTION 

70-30 Copper-=Nickel 1s a tougiy allo, wdestaqnecautes.tcn- 
stand high stresses over a wide range of temperatures and in 
severely corrosive environments. Because of these properties 
the alloy has been accepted for wide use in marine construc- 
tion. It has been the predominant material used in the main 
sea water piping systems of Navy, Coast Guard, and Merchant 
Marine vessels. These systems are subject to varying and 
continual strains. The failure of any system could be critical, 
especially in a deep diving submersible. 

The ability to signal when fatigue failure iS about to 
occur in a material has long been of interest. To date no 
satisfactory method of prediction has been developed. A new 
device called the S/N* Fatigue Life Gage was invented by 
Mr. Darrell R. Harting of the Boeing Company, Seattle, 
Washington. This gage, described in Appendix A, is used to 
meer in predicting eablecee This 1s accomplished by observing 
the change in the electrical resistance of the gage. The 
resistance change is caused by the straining of the gage 
material which follows the straining of the material to which 
the gage is bonded. By conducting a series of tests with 
these gages on various materials it has been found that under 
certain circumstances the failure of a material can be pre- 
dicted by monitoring the Bs ee anee change of the gage. 


Different values of these resistance changes have been found 


*Trademark: Micro-Measurements, Inc., Romulus, Michigan 








for various base materials. Typical values of resistance 
change at failure have been between four and eight ohms for 
the 100 ohm sensor (Ref. 3). 

Knowing that these gages have shown good results for 
several other materials it was decided to investigate the 
Suitability of this gage for use with 70-30 copper-nickel. 

The study was begun last year at the Naval Postgraduate 
School by G. L. Rowe (Ref. 4). The immediate goal of his 
work was to obtain sufficient data to relate the change in 
gage resistance to crack initiation in the cyclically strained 
base metal specimen to which it was applied. It was known 
that the gage had limitations in the low strain levels when 
applied to other materials (Ref. 3). However, it was believed 
that due to the similarity of the constantan grid material 
fpproximately 55% copper, 45% nickel) and the 70-30 copper- 
nickel specimen waeecial ‘eaves telaVelemeekele) Tore ble! eyes elena Lis ete: 
over all ranges of strain. 

The results obtained by Rowe were generally favorable, 
indicating that there was reason to continue the study. 
Therefore, the present work was undertaken to: 


i Independently verify Rowe's findings for medium 
cyclic strain levels; 


ons Obtain data for cyclic strain levels lower and 
higher than those investigated by Rowe; 


S. Observe the effects of aging; 

As Obtain block™ cycling data; 

Sie Compare the observed results of the tests with 
the characteristic curves provided by the 
Namie Eisai 
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6. Make recommendations as to further investigation 
to be accomplished prior Oo -sactlalenretdeappa.— 
Cation, of the gage to copper—na cic WieatoanG an 
actual service. 

The aging tests were intended to determine the effect 
@f a rest period on the resistance of the gage. Any sSignifi- 
cant decrease in the resistance of the gage while the specimen 
was not being strained would complicate the interpretation of 
gage readings. Block cycling was to be done to assess the 
results of applying various random loads to the gage. It was 
hoped that the resistance change would be constant at crack 
initiation regardless of the load history. 

Initial tests in this study verified the results obtained 
by Rowe. However, at low strain levels it was observed that 
the resistance change at crack initiation was much lower than 
was anticipated. During these tests a question as to the 
Suitability of the fatigue specimen being used was raised. 

The initial tests were conducted using the S/N fatigue specimen 
designed by Mr. W. T. Bean. (We will refer to this specimen 

as Type 1) (Figure 1). These tests were numbers 1A through 

5A inclusive and 1 through 7. Tests number 8 through 1l were 
performed on a specimen of the same configuration (Type 1) 

but lengthened to ten inches. This was done to allow testing 
at lower strain levels. The cracks in specimen Type 1 at the 
low strain levels initiated on the bottom surface and propa- 
gated upward. These cracks started at the juncture of the 


Curved and flat section. It was decided that these results 
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were due to the existence of a stress raiser on the bottom 
surface at those points. 

To eliminate this tendency to crack on the bottom surface, 
a series of modified specimens was tested. Specimen types 
Beand 3 (Fig. 2 and Fig. 3) were tested. Type 2 had the stress 
raiser on the bottom eliminated completely, only the width of 
the specimen being reduced. However, the reduction in area 
was insufficient to make this reduced area the point of 
maximum strain. As a result the specimen cracked at the edge 
of the clamping block (Fig. 4). It was felt that any further 
increase in the depth of the side cuts would create excessive 
stress raisers in these areas. To avoid that possibility, 
specimen type 3 was tested. A stress raiser still exists on 
the bottom. The effect of this streSs raiser did not appear 
to be sufficient to make the bottom surface the preferred 
eed tO crack. Further tests at various strain levels 
appear to have verified this belief. 

As the number of tests completed increased, 1t was noted 
that the resistance change at the time cracks were first 
detected decreased. This was attributed to the fact that the 
experience level of the investigator was increasing. To try 
to determine when the cracks were initiating, a 500x micro- 
Scope was used. The surfaces of the specimens were inspected 
at various periods during the test. In so doing it was 
possible to verify the existence of small cracks very early 


in the life of the specimen. As the test progressed these 
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cracks became observable over the entire width of the specimen 
except under the gage and various cracks propagated deeper 
into the material. This ultimately led to gross failure of 
the specimen. 

The ability to detect these early cracks is dependent 
upon the expertise of the observer. Because of this it is 
now felt that possibly the use of "crack initiation" as a 
failure criterion is too subjective. Also the fact that 
the initial cracks were observed when a major portion of the 
material life of the specimen was not yet expended seemed to 
mecicate that crack initiation as a failure criterion is not 
sufficiently closely keyed to the practical employment of the 
material. In other words, early detection of hairline cracks 
is not adequately keyed to the necessity of removing an 
operating copper-nickel piping system from actual service and 
jmepalring or Pepiacunets Based on these observations it was 
decided that additional tests should be conducted using 
failure of the gage or total specimen fracture as a failure 
criterion. Tests conducted using this basis for failure show 
that the .sesistance change at gage failure depends on the 
strain level at which tests are conducted. Knowing this, it 
is felt the use of the gage in a system subjected to various 
unknown levels of strain would not provide useful information. 
As a result block cycling tests were not conducted. 

It may be hoped that the manufacturers of the gage will 


be able to overcome the difficulties mentioned above, inasmuch 
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as the idea still seems to have much promise. However, we 
conclude that it would not presently be justified to consider 
employing this device for in-service monitoring of copper- 


mecke] piping. 
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ii. EXPERIMENTAL PROCEDURES 

To accomplish the objectives of this study a series of 
tests was conducted. Each test was assigned a test number. 
A description of the apparatus used can be found in Appendix 
C. A tabulation of the rough data for all tests is found in 
Appendix D. 

The general procedures for all tests were indentical. 
The bending specimen was prepared as outlined in Appendix B. 
The clamping block was positioned to obtain the desired strain. 
The specimen was placed in the clamping block. The exact 
positioning of the specimen depended on the specimen configur- 
ation. For specimen type 1 the vertical edge of the longest 
reduced section was aligned with the edge of the clamping 
block (Fig. 1, Ref. 4). For specimen types 2 and 3 the end 
of the specimen was aligned with the end of the clamping block 
(Fig. 4). In all cases the horizontal edge of the specimen 
was aligned with the edge of the clamping block. A specimen 
compensating block was used to ensure a balanced clamping 
pressure. Since all of the tests conducted in this study were 
in reversed bending, the shim plate was positioned on top of 
the specimen. By placing the shim plate in this position the 
Specimen was cycled through both tension and compression. 

With the specimen properly mounted in the clamping block 
the gage leads were connected. The gage was connected to a 
terminal strip mounted on top of the clamping block. This 
method of connection was used to avoid any interference 


between the electrical leads and the flywheel at high strain 
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levels. A one inch piece of 134-AWP solid copper wire was 
used to increase the length of the gage leads. This was 
done to avoid contact between the leads and the clamping 
block. It also helped to eliminate the possibility of gage 
lead fatigue. Figure 4 is a photograph of the completed 
installation. 

After the gage was connected, the specimen was ready to 
be tested. The loading spring was installed. The spring is 
ieaeca directly under the flywheel of the machine. It is 
inserted through a hole in the base of the testing machine 
and is held in place by the spring retainer pin. With the 
spring cap installed, the specimen is kept in continual 
contact with the eccentric. The temperature was then recorded. 
For all tests this varied between 73° to 76° F. The initial 
resistance was then recorded. To obtain the initial resis- 
tance, the flywheel is placed in the neutral position. This 
was done by positioning the arrow on the cam in a horizontal 
position. It was maintained in this position by inserting 
an allen wrench through a hole in the positioner block into 
a hole in the cylindrical surface of the flywheel. This 
position was the reference position for all resistance 
readings (Fig. 9). 

After the initial resistance reading was taken, the S/N 
resistance meter was disconnected. Using the S/N Fatigue 
Gage in one leg of a half wheatstone bridge and a decade 


resistance box in the other leg, a BUDD/STRAINSERT Strain 


20 





Indicator was connected. The strain indication in the neutral 
position was recorded. The allen wrench was then removed. 

The flywheel was put into the poSition of maximum compression 
and the strain level was recorded. The flywheel was then 
cycled into the position of maximum tension and the strain level 
was recorded. The flywheel was then returned to the neutral 
position and the allen wrench inserted in the positioner 

block. The strain indicator was disconnected. The resistance 
meter waS connected and the resistance was recorded. The 
resistance meter was then disconnected and the strain indicator 
was connected. The strain in the neutral, maximum compression, 
and maximum tension positions was recorded. 

The specimen was then hand cycled through ten cycles. 
During cycles six through ten, the strains in the neutral, 
maximum compression, and maximum tension positions were 
recorded. After the initial ten cycles the flywheel was 
returned to the neutral position. The strain indicator was 
disconnected. The resistance meter was connected and the 
resistance recorded. For the remainder of the test the 
resistance meter stayed connected. 

The average strain level for cycles six through ten was 
used as the strain level characterizing the test. The strains 
obtained in cycle ten were used to calculate what has been 
called mean strain in this thesis (see Appendix E). The 
resistance after ten cycles was used as the reference for 
computing AR. This procedure for computing AR minimizes the 
effects of plastic flow and of "seating" of the specimen (Ref. 3). 
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The specimen was hand cycled through 100 cycles and the 
resistance recorded. At this point in the test hand cycling 
was terminated. The test was continued using the variable 
Bieecd motor. The tests were conducted at a cyclic speed of 
1800 cpm. At the desired number of cycles the motor was 
Stopped. The flywheel was put in the neutral position and 
the resistance was recorded. The AR was computed. The value 
of AR vs. N was plotted to compare with the characteristic 
curves. Sectior III includes plots of some of the tests which 
were conducted. 

The initial objective of this study was to correlate the 
resistance change of the gage to crack initiation. The cracks 
were located by applying a coat of W. T. Bean "Solder Stop" 
and visually inspecting. The Solder Stop is a surface coating 
that accentuates the cracks by a shadowing effect. A desk 
type floures: ent lamp was used to provide dimsGet Jightimesen 
the surface of the specimen. An 8x eyepiece was used to 
examine the surface. A discernable crack in the material 
would show up as a fine black line. Reference 4 indicates 
initial cracking will occur at about 4.5 ohms. Initial tests 
appeared to verify these results. 

The results at low strain levels (1.e., Strain amplitude, 
Ep) deviated ‘rom the expected results. During test number 
eeght, conducted at 1364e , cracking of the specimen occurred 
with a resistance change of less than 1.5 ohms. The cracking 


initiated on the bottc.. surface end penetrated upward through 
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the specimen. After 500,000 cycles, with a AR of 0.80 ohms, 
no cracks had been detected. At 600,000 cycles a AR of 

1.44 ohms was recorded. A plot of the data showed a large 
increase in the slope of AR vs. N. A visual inspection failed 
to indicate any cracks on the upper surface. However, the 
lower surface had a crack that had propagated half way through 
the specimen. Test number nine conducted at a strain level 

of 138luEe verified these results. However, in this case 
after 325,000 cycles, with a AR of 0.80 ohms, initial cracks 
on the upper surface were detected. At 547,750 cycles 
Gracking initiated on the bottom surface. This crack propa- 
Sereda upward and at 560,000 cycles the slope of AR vs. N 
increased. 

At this time it was determined that the original specimen, 
type 1, had a stress raiser that made the lower surface the 
Beeterred area to crack. To eliminate this as much as possible, 
specimen type 3 was used for following tests. 

Knowing that cracking had occurred so early in some of 
the preceding tests, all specimens were thoroughly inspected 
every time a resistance reading was taken. This resulted in 
a AR that varied between 2.36 and 4.36 ohms at crack initiation 
Meeecests 17 through 24. For tests 25 through 31 as soon as 
any question as to possible cracking occurred, the specimen 
was removed from the testing machine and inspected with a 500x 
microscope. Using this procedure resistance changes varying 


between 1.93 Brice seus ohms were recorded. 


s,s 








Based on these findings it was felt that initial crack 
@etection is a highly subjective failure criterion we wecection 
eam depend on many factexrs including position of lighting and 
expertise of the observer. To limit the effects of these 
factors, all remaining tests were conducted with failure of 
the gage or total specimen fracture as the failure criterion. 
Comments are recorded on the rough data sheets concerning 


physical observations made. 
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Til. EXPERIMENTAL DATA 

Figure 5 is a plot comparing several typical tests with 
an adaption of the manufacturer's characteristic curves for 
the type NA-0Ol gage. The data plotted is the results of 
tests 8,32,36,35 and 3A. These tests were selected because 
they represent various strain levels between 1364y€ and 
4389n€ . A comparison of the data with the curves shows that 
at all strain levels plotted, the gage registers resistance 
changes that agree closely with expectations. 

A complete record of all tests is included in Appendix 
D. A plot of any of this data will result in curves that 
closely correspond to the curves in Figure 5. (The exception 
to this can be noted on tests 14 through 16 when specimen 
type 2 was used.) A discussion of the various tests is 


included in Section IV. 
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iV; DISCUSSION OF SRESUriS 

Figure 5 is a plot comparing data collected with the manu- 
macturer's characteristic cttrves. It can be observed that 
the gage reacts in a predictable manner when bonded to 70-30 
copper-nickel. However, these plots are tests that were 
continued until the gage had failed. The AR at which the 
first cracks were observed varied between 0.97 and 3.27 ohms. 

The study was accomplished to observe the reaction of 
the gage when bonded to 70-30 copper-nickel and to correlate 
the results. The following are comments concerning the 
various tests completed. 
Test #1 

This test was conducted using specimen type l. The strain 
varied between -2745ye and 5509ye with a strain level of 
4127ue . The mean strain was 1382ye . At a AR of 3.90 ohms, 
Striations were observed in the solder stop. A closer inspec- 
tion of the surface failed to confirm the existence of any crack- 
ing. This had occurred after 2263 cycles. The test was con- 
tinued and after 4500 cycles a crack was confirmed. The AR at 
this time was 5.13 ohms. The observation of the striations at 
3.90 ohms was at a lower resistance than reported in Reference 
4. Further experience indicated that the striations noted were 
cracks in the material. 
Tests #2-7 

These tests were conducted at varying strain levels to 
verify results obtained by Rowe (Ref. 4). The strain levels 
for these tests varied between 3415ye and 3970yue . All of 
these tests were conducted using specimen type 1. The AR at 


ay 











the time the first cracks were observed varied between 4.30 
and 4.77 ohms. A plot of AR vs. N shows that the data closely 
matches the provided curves. 
Test #8 

This was the first test conducted at low strain level. 
It was accomplished at a strain level of 1364ue with a mean 
Strain of 24luye , The plot of AR vs. N corresponds very 
closely with the provided curves. No cracks were observed 
ema there was no indication of failure occurring until after 
600,000 cycles. At this time the slope of AR vs. N increased 
rapidly. A visual inspection of the upper surface did not 
reveal any cracks. However, an inspectior of the bottom 
surface showed that cracking had initiated on that side and 
had propagated upward. This sudden increase in the slope of 
AR vs. N corresponds to what Livingston (Ref. 6) reported in 
meesctudy. This test was conducted over a three day span. It 
was noted during this period that the AR of the gage showed 
no change as the gage was rested. 
Test #9 

This test was conducted at approximately the same level 
as test number eight to confirm the results obtained. The 
strain during this test was 1381N€ with a mean strain of 
236uEe . A more detailed examinztion of the surface was 
Gonuucted during this test. The first cracks were observed 
on the up per surface after 325,006 cycles. The AR was 0.80 


ohms. After 547,748 cycles with a AR of 0.94 ohms cracking 
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became visible on the lower surface. After 560,005 cycles 
the resistance had increased to 1.04 ohms. It was observed 
that by this time the crack on the lower surface had propa- 
gated approximately half way through the specimen. The slope 
of the data started to increaSe rapidly. The test was termin-~ 
ated after 564,996 cycles. At that time the resistance had 
increased to 1.14 ohms. 
Test #10 

The strain level for this test was 1796uUe€ with a mean 
Seeain of 337ue . The initial striations in the solder stop 
for this test were observed after 50,001 cycles with a AR of 
2.40 ohms. The test was continued and between 92,011 and 
93,005 cycles a decrease in the resistance, from 2.92 to 2.87 
ohms, was observed. An inspection of the gage installation 
did not show any Signs that the bond was breaking loose so the 
test was continued. The AR continued to increase until after 
102,997 cycles. At that time the slope of AR vs. N began to 
increase rapidly. The test was terminated after 104,013 
cycles. The AR at that time was 3.28 ohms. An examination 
of the specimen again showed that cracking had initiated on 
the bottom and had propagated upward deep into the specimen. 
Test #11 

The observation methods used in this test varied from the 
initial procedures. The test was conducted with a strain 
level of 1732ue and a mean strain of 3446 . The initial 


Striations in the solder stop were observed after 37,489 cycles 
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with a AR of 1.67 ohms. At that time the specimen was removed 
from the testing machine and inspected with a 500x microscope. 
No cracks were observed. A new coat of solder stop was 
applied and the test was continued. After 70,009 cycles with 
a recorded resistance change of 2.00 ohms the striations were 
again observed. A search of the surface with a 36x lens failed 
meeconfirm the existance of any cracks. After 95,013 cycles 
the AR had increased to 2.20 ohms. The striations were still 
visible in the solder stop. The specimen was removed from 
the testing machine and the solder stop removed. A dye 
penetrant was used to check for possible cracks. The results 
failed to give any indication of cracking so the specimen was 
memenneea and the test resumed. After 120,009 cycles the plot 
of AR vs. N began to increase in slope. An inspection of the 
lower surface showed that cracking had begun in this area and 
had propagated upward. | The test was terminated after 135,204 
cycles with a AR of 3.09 ohms. 
Test #12 

This was the first test conducted using a modified 
specirm 1. Specimen type 3 was used for this test with a 
Strain level of 310lue anda mean strain of 108lye . The 
first craci: was observed after 11,012 cycles with a AR of 
4.26 ohms. After 13,008 cycles with a AR of 4.37 ohms the 
first cracks were observed on the lower surface. The test 
meas tewmeinated after 20,996 cycles at a AR of 5.37 ohms. The 


mayor Crac ing 1n this specimen occurred on both the top and 
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bottom surfaces. The characteristic increase in the slope 
of AR vs. N can be noted indicating that gross failure of 
the material is occurring. 
Test #13 

This was the first test that was continued until the 
gage failed. A strain of 3125y€ with a mean strain of 1000ue 
was recorded. The AR at the time the first crack was observed 
was 4.36 ohms. This was after 9,992 cycles. The first crack 
on tHe lower surface was observed after 15,005 cycles. The 
AR at that time was 4.84 ohms. After completing 20,301 cycles 
the slope of the curve began to increase. The gage failed after 
20,766 cycles due to a crack penetrating the backing material 
and breaking the grid. 
Tests #14-16 

The specimens used for these tests were specimen type 2 
Werag.2). In this case the stress raiser on the lower surface 
had been removed. The only stress raiser that existed in this 
Specimen was on the sides. The initial data shows that the 
plot of AR vs. N closely follows the characteristic curves. 
However, as the number of cycles increased the slope of the 
AR vs. N began to decrease. At that time no reason could be 
observed for this change in the slope. During test #14 after 
66,626 cycles the specimen physically parted at the clamping 
block. The same type of behavior was noted in both test 15 
and 16. The stress raisers that were cut in the sides of the 


specimen were insufficient to make this the area of maximum 
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strain. Accordingly, the remainder of the tests was conducted 
using specimen type 3. 
Tests #17-24 

The strain level for these tests varied between 2097u€e 
and 3702ue . The object of all of these tests was to try to 
obtain a AR for the initiation of cracking. At the first 
observation of cracks the test was considered complete. In 
these tests the AR varied between 2.74 and 4.21 ohms. 
Tests #25-30 

The initial failure criterion for tests numbers 1 through 
30 was initial crack detection. The strain level for tests 25 
through 30 varies from 315lue to 4026ye . The AR at which the 
first crack was observed varied between 1.93 and 3.93 ohms. 
After observing the results of this series of tests, it was con- 
cluded that the failure criterion being used was not satisfac- 
femy. The initial detection of cracks depended on the experience 
level of the obServer. To limit the effect of this factor it 
was decided that all subsequent tests would be terminated at 
Swener failure of the gage or specimen fracture which was 
indicated by penetration of a crack more than half way through 
the thickness of the specimen. Accordingly, all of the speci- 
mens in tiis series of tests, with the exception of sp. simen 
29, were remounted in the testing machine and cycled to gage 
failure. It is possible that the strain levels for the 
additional cycling of the specimens may have varied slightly 


due to positioning of the specimen in the clamping block. 
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However, the curves of AR vs. N do not indicate any major 
change in the strain level. It was noted in the plots of 
data for tests number 26 and 27 that the characteristic increase 
in the slope of the curve of AR vs. N is not observed. This 
can possibly be attributed to the rapidity of crack propagation 
at the higher strain levels. In both of these cases approx- 
imately 500 cycles were completed after the last resistance 
reading until the gage failed. 
Test #31 

Test number 31 was conducted on another of the specimens 
that was remounted in the testing machine for additional 
cycling. The strain level for this test was 3908ye with a 
mean strain of 1146ye . The first crack in this specimen was 
observed after 806 cycles. The AR at that time was 2.03 ohms. 
After 8902 cycles had been completed, it was observed that a 
slight drop in the resistance of the gage had occurred. This 
was the same type of phenomenon that had occurred during test 
number ten. After 9095 cycles an additional decrease in the 
resistance change was observed. To try to get an idea as to 
what was cauSing this, the specimen was hand cycled through 
additional cycles. In the next 449 cycles it was observed 
that two additional decreases in resistance occurred. For 
the rest of the test the gage resistance continued to increase 
mmearl the gage broke at approximately 10,135 cycles. 
Mests #32-36 

These tests were all terminated at failure of the gage. 
The strain levels varied between 1677pe€ and 3219ye . In all 
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of these tests the first cracks were observed after only a 
relatively small percentage of the total number of cyles to 
failure. A plot of the data shows that even after the first 
cracks are observed the gage continues to record in a pre- 
Gictable manner. On tests number 33 and 34 it was noted that 
ieee running plot of the data appeared about 200ne higher than 
would be expected. 
Tests #1A--5A 

Pie Seougagesuvere Moum-ed  tOucoseem 7 e  EemetTTect selma. Gest 
period on the gages. All of the gages were mounted using 
Eastman 910 Adhesive and protected with a coat of Polyurethane. 
At random periods over several months the specimens were cycled 
through various numbers of cycles. In all cases the decrease 
in AR during a rest period did not exceed 0.09 ohms. For tests 
number 3A and 5A which were eycled “ee failure the pleotmet data 
corresponds to the manufacturer's characteristic curves. In 


all cases the bond of the gage appears sound after four months. 
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Vo CONCEUS LONS 

The S/N Fatigue Life Gage was developed to provide a 
method by which incipient fatigue failure could be predicted. 
It was the objective of this study and that of Rowe (Ref. 4) to 
may tO study the AR at crack initiation of 70-30 copper-nickel 
with the expectation that a fairly definite AR would be observed 
regardless of the details of the previous strain history. This 
expectation was not realized. As experience in detection of 
cracks improved, small surface cracks were noted very early in 
meecrmen life. These cracks were observed over the width of 
the specimen except under the gage. Even though the specimen 
was cracked, the gage continued to give the characteristic 
curve of AR vs. N shown in Figure 7. This curve began to vary 
when the cracks had propagated deeply into the specimen. The 
gages finally failed when one of the cracks penetrated the 
glass-fiber/epoxy laminate of the gage and broke the grid. 

Mie plotted date of all tests show that) the resulting 
curve of AR vs. N closely follows the trend of curves based 
on the manufacturer's tests. This was true of all specimen 
types used. In most of the tests conducted, a rapid increase 
in the slope of AR vs. N was obvious just prior to the gage 
failure. However, for tests 26 and 27 this increase in slope 
mee not observed. 

As reported by Triebes (Ref. 7) the existence of a non- 
zero mean strain does not appear to have any adverse effects. 
All tests conducted during this study were cycled about non- 
zero mean Strains. The resulting data corresponds closely 
with the predicted characteristics. 
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The effect of a rest period on the gage does not appear 
fo have any Signitrecanurctiece. Tests TAwehwon ghee a ore 
conducted on specimens which had the gages mounted for periods 
of from one to four months. A maximum decrease of 0.09 ohms 
resistance was recorded as the gages were tested. It is poss- 
ible that a slight variation in the clamping of the specimen 
in the machine may account for part of this difference. For 
the two specimens that were tested to failure the curves of 
AR vs. N agree closely with the manufacturer's curves. 

The mounting procedure as described in Appendix B appears 
satisfactory. All gages during this study were mounted with 
Eastman 910 Adhesive. None of the gages appeared to break 
loose from the specimen during testing. On the specimens that 
were cycled to total failure the cracking all occurred about 
mid-gage. The gage remained bonded to the specimen after the 
gage had broken. Two specimens were subjected to increasing 
levels of strain. At strain levels in excess of 13,000ue 
the gages did shear loose from the specimen. However, at this 
level of strain this is expected (Ref. 8). For the aging tests 
the same procedures were followed. After four months no 
appearance of bonding failure was observed. 

After evaluating all tests, 1t was concluded that the 
gage still holds much promise for use on copper-nickel. How- 
ever, the use of the gage on systems subjected to unknown strain 


levels does not appear feasible at this time. 
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APPENDIX A 
DESCRIPTION OF GAGE 

The S/N Fatigue Life Gage has the general appearance of 
a common foil strain gage (Figure 6). It is constructed of 
a specially treated constantan (approximately 55% copper, 45% 
nickel) foil grid encapsulated in a glass-fiber/epoxy laminate. 
The gage is available in various sizes with either solder 
turrets or integral leads. Application of the gage is made 


using standard strain gage adhesives and techniques (Ref. 1). 


dee area 
mr ~~ arian > —a a oe wa ate E 


Bs ‘2 as olintem mp = es. 
ts i . = a “2a -, 
» a é a eras a: 4 


7§ = & a FE 
3 2 i . 





Figure 6 - S/N Fatigue Life Gage 


The gage is made to be bonded to the area where fatigue 
failure is expected. When strains occur, a permanent and 
PibeverSsible increase in the resistance of the grid occurs. 
Because the resistance change is permanent, only an intermittent 
monitoring of the gage 1s required. 

The resistance change is a function of the grid material, 


grid configuration, physical dimensions, heat-treatment, 
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cold-working and residual stresses in the grid material of the 
gage. By maintaining careful control of these parameters the 

inventor claims that the required gage characteristics can be 

obtained (Ref. 2). 

The fatigue life gage can initially be used as a conven- 
tional strain gage. The initial gage resistance iS approximately 
100 ohms with a gage factor of 2.04. As the resistance of the 
gage changes, however, so does the gage factor. With a resis- 
tance change of three ohms the gage factor will increase to 
approximately 2.07. Beyond this level of resistance change 
the gage factor increases rapidly. As a result the gage will 
no longer give accurate strain indications and should not be 
used as a strain gage. 

When using the gage, consideration must be given to 
temperature variations. The temperature coefficient of 
resistance of the NA series gages varies as a function of the 
fatigue damage sustained. The resistance coefficient varies 
between -20pun/n/°F to -34un/n/°F in the temperature range of 
75° - 150°F. To eliminate the error due to temperature vari- 
ations it is recommended that all measurements be made at or 
Meare 75°! ., 

The resistance change of the sensor is a result of cumu- 
lative fatigue damage caused by varying strains. Figure 7 1s 
a plot showing AR (Resistance change) vs. N (Number of cycles) 
at various strain levels. The curves are a result of cycling 


about a zero mean strain. Experiments have shown, however, 
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Ehat the same curves also correspendstairly clesely sto. c, cline 
about a non-zero mean strain providing the total strain 
amplitude (2X€p) is not too small (Ref. 3). MTriebes (Ref. 7) 
concluded that the performance of the gage is virtually 
unaffected by the application of a mean load. 

Since the gage response is basically independent of the 
mean strain, the AR caused by tension-tension or compression- 
compression at a given strain level is the same as for reversed 
bending. It is also noted that the curves are a plot of AR 
vs. N and as a result do not depend on the nature of the 


material to which they are bonded. 
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APPENDIX B 
PREPARA IONMOF SPECIE 
All test specimens used in this study were fabricated 
meom 0.375 inchw/0-30ecopper-nickem plate. The Criginal spec- 
imen used (Figure 1) was the "W. T. Bean Plain Fatigue Specimen." 
This specimen was chosen because: 


ie The mamufacturer's predicted gage characteristics 
curves were based on it; 


Dae The siuain wase now CO bc concent rateo Limite 
reduced area; 


ae The specimen was designed to fit the machine being 
used; 


4. Initial data collected (Ref. 4) was obtained using 
this specimen. 


Bon reasons listed in Section II the specimen configuration 
was later changed to that shown in Figure 3. 

The specimens were all obtained from two 24 inch by 12 
inch by 0.375 inch 70-30 copper-nickel plates. The desired 
length and width were obtained by machining with a shaper. 
The reduced section and finished surface were produced by 
milling at slow speed to avoid speesme gis FOr te Lem: 

The procedures used in preparing the specimen surface 
and gage for testing were those recommended by References 3 
through 5 inclusive. The only modifications required were in 


the mounting of the gage. The procedures were as follows: 


ie Clean the specimen surface with Chlorothene NU 
Degreaser, 
Ds Dip one end of a one inch piece of 320 grit silicon 


carbide paper into metal conditioner (M-Prep 


Al 





Conditioner A), lap all surfaces, and remove residue 
with one stroke of a clean tissue; 

Dip one end of a one inch piece of 400 grit silicon 
carbide paper into metal conditioner, lap the flat 
surface where the gage is to be applied, and remove 
residue with one stroke of a clean tissue; 

Layout gage location uSing a 6-H pencil (For specimen 
type 1 this was 1/16 inch toward the clamped end from 
the center-line of the reduced section. For specimens 
type 2 and 3 this was the center of the reduced 
section); 

Clean the mounting surface of the specimen with metal 
conditioner and a cotton swab and wipe dry; 

Wash hands; 

Clean the mounting surface of the specimen with a 
cotton swab and isopropyl alcohol and wipe dry with 
one Swipe of a clean tissue (Extreme care should be 
taken to ensure that the surface of the specimen is 
absolutely clean prior to the application of the 
gage. Failure to obtain this goal may result in 

poor bonding of the gage and lead to erroneous strain 
Tig Claes re irenets a) F 

With a circular motion and light pressure applied by 
the finger, lap the bonding surface of the gage in 

a fine pumice powder on a clean surface (This action 
ensures that the bonding surface of the gage is 
sively souqiened to provide for a better eoona, - 
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Attach a small piece of cellophane tape to the 
surface of the gage (This tape 1s used to position 
the gage over the specimen.) ; 

Clean the back of the gage with a cotton swab dampened 
with isopropyl alcohol (This step ensures that all 
of the pumice powder is removed and leaves a clean 
bonding surface. }; 

Position the gage using the scribe marks on the 
Specimen (In this study the lead end of the gage was 
towards the clamping end of the specimen.) (Fig. 8); 
Carefully mask the area around the gage with masking 
tape to avoid excessive flow of adhesive; 

Apply a thin coat of M-Line Catalyst to the back of 
the gage and allow it to dry for one minute; 

Apply two (2) drops of Eastman 910 adhesive to the 
specimen; ; 

Place the gage in position over the surface of the 
Specimen and force it into place with one stroke of 
thin teflon sheet; 

Within one second press the gage firmly into position 
with a thumb or forefinger and hold for thirty seconds 
(This not only forces the gage firmly into position 
but the heat from the finger helps cure the adhesive 
and ensures a solid bond.); 

Wait for two minutes and remove the cellophane tape 
from the surface of the gage (Applying a light coat 


of rosin solvent will help to loosen the tape.); 
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Mounted Gage Ready for Tes tamg 


Pg Tr Cuo 
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EST. 


Apply a thin coat of M-Coat A (Polyurethane) and 
allow to dry for ten minutes (The M-Coat Ais a 
water-proofing. If allowed to stand exposed to the 
air the Eastman 910 has a tendency to absorb moisture 
and this could affect the bond. This is particularly 
important if the specimen is not to be tested 
immediately.); 

Remove the masking tape and apply a coat of solder 


stop and allow it to dry for one minute. 


At this stage the gage is mounted and the specimen is 


ready for testing. To complete the preparation for testing: 


alee 


A. 


Place the specimen in position (Fig. 4) in the 
el anpinegeb tock - 

Cover the surface of the gage to protect it from 
solder spatter; 

Solder connect the gage leads to the copper wire 
leading to the terminal strip; 


Remove the protective cover from the gage. 


The initial resistance in the neutral position was 


recorded. 


The gage was then connected to the Budd/Strainsert 


em@aechecked for drift. A drift in the strain readings would 


be considered evidence that a poor bond existed. With all of 


the preliminary checks complete the assembly was ready for 


testing. 
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APPENDIX C 
DESCRIPTION SOF APPARATUS 

p/N Fatigues Machine 

All of the tests conducted for this study were done ona 
modified W. T. Bean S/N Fatigue Machine (Figures 4 and 9). 
The machine is a constant displacement device designed to be 
used for low-cycle fatigue studies. The specimen is positioned 
to be strained as a cantilever beam. By repositioning the 
shim plate on the clamping block the specimen can be tested in 
reversed bending, all tension or all compression (Ref. 6). 

The original machine was modified to allow for additional 
stiain ranges without having to modify the specimen configura- 


tion. The modified base made it easier to change the strain 


levels. The modifications consisted of: 
i The fabrication of a new base plate; 
2. The relocaiion of the motor and controller; 


ee The addition of a moveable clamping block. 
The block can be moved by a fabricated tailstock. It slides 
between two rails. During the test the block is held rigid by 
a lock bolt that moves in a traveling slot in the base and by 
an adjustable gib plate. 
Pyiteacigue Life Gages 

The gages used were provided by Micro-Measurements, Inc., 
Romulus Michigan. They were the FWA-01 series with a constantan 
grid and a glass-fiber/epoxy laminate. The initial resistance 
Of the gages was 100.0n+ 0.2% with a gage factor of 2.04. All 


gages used were from lots ZD-A12AP39 or ZD-A12AP41 (Figure 6). 
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Cu-Ni specimens 


All specimens used were fabricated from two copper-nickel 


plates. The chemical ‘composition ot the ola -ecs.2-- 


Cu ee zn Fe Mn Pb an Se 108 Other Elements 
% % % % % % % % % % 
Plate 1 68.37 30.50 0.09 O.62 O.42 <0.01 <0.01 <0.01 <0.10 <0.50 
mite 2 58.61 30.30 9.05 O.43 0.60 <0,.05 90.807 O.005 =--- <0.50 


The mechanical properties were as follows: 


Plate l 
Yield strength PAO ISS) 
Tensile strength 52 oko. 
Elongation in two inches 48% 
Young's modulus 21x10° pst 
Reduction in area 7133 

Plate 2 
Yield strength Or Sakon 
Tensile strength She) Ss IE 
Elongation in two inches 45% 


Young's Modulus 


Reduction in area 


25.9x10° pst 


G10) eee 


The chemical and mechanical properties for both plates 
were provided by Mr. H. G. MacKerrow, Head, Metallurgical 
Laboratory Branch, San Francisco Bay Naval Shipyard, Vallejo, 
California. 

The following equipment was also used: 

1. Budd/Strainsert Portable Strain Indicator 
2. General Radio Co. Decade Resistor 
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3. W. T. Bean Co. S/N Meter Nall Iindieaten 

4. Hewlett Packard Co. Tachometer ete sd 

5. Power Designs Inc. Regulated DC Power Supply 

6. Hewlett Packard Co. Electronic Counter 

7. Eveready mini-max batteries 
Items four through seven were used in the counting circuit for 
the tests. 

A complete description of items one through seven can be 

found in Reference 4. Figure 10 is a photograph of the 


pe paratus. 
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Bgie3 
CS 7 
39ib 6 
oS 17 
ols) 





Test #4 


Cycles 


Oo ONDE © 


10 


1002 
2002 
S003 
3495 
4006 
4505 
5006 
36 
6002 


R 
g 


100 


TACNOIE 
LOO 
dOI2 
LOS. 
OS. 
Jud) Sie 
104. 
104. 
104. 
104. 
104. 


Strain Level: 


Mean Strain: 


06 
100. 


09 


Sao 
2 St) H 
=2575 
=o bos 
=o 9 
=25,94 
=Z2421 


Et 


A771 
4763 
4714 
3933 
4693 
4668 
4652 


~30 First crack observed 


too 
Li Giwe 

AR En 
109 
Wass 
B19 

ee 

399 
440 
485 

G252 

be) 

2293 

3025.0 

Grats, 

Som 

AIO AES) 

4 

4.44 

EPS be 


515) 


ER 


3604 
85) 12 
3545 
3548 
350 
355. 
Seew 





fest £5 
Strain Level: 


Mean Strain: 


Gvcles 


Ww aon ANE © 


10 


1009 
Pe 3 
oa 2 
3504 
4007 
4507 
5003 
Sewel: 
5gos 
6497 
Gees 
7500 
8001 
8504 


OG.24 
FOO. 23 


OIG 3 
OO 6 3 
OZ a2 
OZ 29 9 
Or 6 39 
ILO! 5 85) 
104.04 
104.20 
194.36 
104.48 
104.69 
104./1 
104.78 
104.90 
104.99 
GIS. 0) 


+3415pe 


L183 pe 


AR 


Oe 30 
UES Te, 
AE 
B) 6 Al9 
3252 
oA 
oon, 
A208 
4.15 
4.36 
4.38 
4.45 


4.66 
4.72 


OnEG 
Ls 
2721 
Lae 
IES Ones 
L329 
sig 0 


56 


= 24-74 
ao) 
=Z ou 
-2204 
=2205 
=U) 
Tee 


4862 
4656 
4668 
4629 
4610 
4620 
4588 


First crack observed 


3493 
3451 
3425 
3417 
3409 
3419 
3405 





Test #6 


Cycles 


Woon DE © 


10 


HAO / 
2006 
2498 
3006 
3504 
ao / 
4502 
4998 
5497 
3) 5 Beh 
6501 
7002 
7490 
8012 


R 
a 


Oe 
LOO 


JEONG 
THON 
LOZ: 
Se 
JEL) o5e 
OS 
104. 
104. 
104. 
104. 
104. 
OS. 
JOOS 


1E0)S) 6 
LOS. 


Stiainiese ve le 


Mean Strain: 


dE 
20 


ee SNe 


1249 


AR 


En 
OAS: 


O70 
ea 
LO ge 
1a 
VEZ 


ie 


S250) 
-2452 
-2430 
-2584 
-2453 
-2488 
-2451 


Et 


SIL 
200 
4978 
4803 
4921 
4888 
4948 


~45 First crack observed 


WAM ON BP He BWW WDE © 
WW 
en) 
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Test #7 


Seles 


Sorce ~1 Oy) — © 


16 


988 

1495 
2008 
3007 
3492 
4007 
4493 
5004 
5497 
6003 
6494 


R 
S 


EO Or 
LE OLO 


OO 
IE) 
OZ 
Jig) 
IO) ie 
OS re 
104. 
104. 
104. 
104. 
104. 
104. 
NO Se 


Strain Level: 


Mean Strain: 


03 
06 


-2445 
2 
-2467 
-2484 
-2482 
=24 72 
-2460 


4956 
4700 
4898 
4892 
4878 
4867 
4873 


First crack observed 


+3678L€ 
EZ0R/ We 
AR eS 
-025 
015 
=e 
-002 
060 
098 
2 
0235 
ZrO, 
PAE Se 
3.09 
Sea 
3497 
Ce vAAl 
4.39 
Sys 
4.68 
4.79 
4.92 


Sys) 


S70 
SaaS 
3683 
3688 
3680 
3670 
3667 





Test #8 
Sia in Lema: 


Mean Strain: 


Cycles 


Oo OO ~]1 OF F’ © 


10 

100 
1024 
Aa 1 
4004 
6009 
7261 
10002 
14992 
20014 
30014 
398 9 3 
50005 
D999 7 
70050 
80004 
90013 
99994 
Se 
200026 
300016 
3999186 
499974 
So) SS woke 
609965 


a 


LOG 
LOG, 


LECOR 
100. 
TOO? 


TOF 
JOOr. 
Ib OO 
JEG EON 
TOF 
LO Oe 
L010. 
LO@: 
ILO) 
100. 
LOOT. 
JOR. 
LOO” 
TOG. 
100. 
INO 
IO G)e: 
O02 
ILONONe 
Ho 
OZ. 


18 
AG 


+leGaine 


AR 


Ba Sr SO a as es Soo Oe. Oo OOO: oO CO 


241 ne 


-049 
=022 
—On6 
= OokO 
= 0:05 

000 
= OURZ 


59 


sie 
= Tes 
=e 
-1124 
= lle 
= oa 
=e 


1646 
Gas 
1603 
tes, 
1595 
VS 2 
1604 


Pirst crack Observed 





Test #9 
Strain Level: 


Mean Straln: 


Cycles 


WO On AE © 


ait) 

100 
1984 
S| 
6000 
8012 
oo 99 
14998 
20006 
S@0 11 
29995 
50005 
60002 
70003 
W299 8 
90001 
95 
125000 
150005 
i500 0 
200008 
Zea 0 | 
yee 999 
275000 
299939 
325006 
349997 
374984 
400040 
425006 
450008 
475007 
499999 
524986 
547748 
549998 
560005 
D0 4.996 


R 
SI 


LOG. 
TCO. 


06 
09 


ae Se ILS 


2500e 


AR 


OO © OO © Oe 21S. SSS 1S SS SS Se SD OS em Sa Se oO Oo © 
o>) 
a 


-435 
Too 
geo) 
=o 
so.88 
—~30r2 
-384 


= alee 
= 1G 
— iA 
=e 
-1148 
-1146 
=a 


Et 


Tow 
1633 
LGD 
1603 
1EGHEZ 
Boz 2 
Tous 


First crack observed 


ER 


1408 
iS 
1383 
ILS io: 
1380 
1384 
LS 3 


Crack visible on under surface 


6 0 


Test #10 
Stiaoqnelbe ele: 


Mean Strain: 


Cycles 


Oo COn~I Nt © 


10 


988 
1.99 
4025 
6001 
8001 
999 8 
15004 
20004 
30007 
40005 
S000] 
60001 
69988 
80320 
90009 
01) 
oS 005 
94020 
9 
98022 
100003 
BOO 19 
OS 97 
Oo 9 / 
104013 


wa 


LOOF 
IGS) 


LOO. 
LO Ge 
JOO} 
LOO: 
OOF 
Ole. 
Os: 
Gre 
VOW. 
OAs. 
OZ 
Oz 
EUZ 
LOZ. 
OZ. 
OZ. 
110), 8) - 
Gs. 
10.0) 3) 
1MONG) < 
Oe. 
10) Si 5 
IOS) 6 
LOse 
LO. 
1110! Sie 
JL) 8) 


18 


alee ills 


3S 7WeE 


AR 


OGA2 
Or 6 
0.62 
ORs 
hes 
ieG des 
ao 
PA6D 
MB i 
Zw 
2.40 
25 2 
15 hile 


varie 
hs) VA 
PRS G) 
Petes, 
Ze92 
Zag 
aU 
320 
See 
Bill) 
Bh Ae 


=2492 
-2490 
=2475 
=A 
=2425 
-2410 
=241 > 


First crack 
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Ss 


Cc te 
~-1330 Loy 7, 
-1452 2180 
-1465 ZEZ7 
-1458 Zila 
-1463 235 
-1472 2120 
-1457 2130 
observed 


1654 
1816 
eenO 
1796 
L732 
TS 
1794 





mest: sa 1 


Cycles 


9 OIA FH © 


10 
100 
998 
2005 
4005 
00 1 
8004 
10000 
15006 
20001 
evOol2 
35004 
37489 
40013 
44986 
50004 
55006 
60000 
Ge012 
“ooO9 
75003 
80004 
85007 
y0007 
e013 
B99 9 5 


105000 
1F29'009 
135204 


100. 
LOS 


IGA 


Oe 
JEONG) 
CIO 
LOG. 
100. 
100. 
Oe 
Oi. 
JI) dive 
1 
110) 
ee. 
ULC Ie 
uO 
JIGS 
LOZ 
iO Ze. 
ze. 
JO 
OZ. 
cozy 


TO) Fa 
Or: 
O02 
MO2s 
JO 73 
103. 


Strain Level: 


Mean Strain: 


10 
dls) 


+1732ue 


Sa 4c 


AR 3 


mere a8, 
me 2 
=2a 74 
S250. 
= 2505 
-2540 
aay 43) oul 


a3 1.0 
=e 7 8 
mek sya ls, 
-1374 
pals Oa 
— F169 
= 139.0 


220 4 
2140 
2104 
20919 
2057 
2086 
207 ¢ 


.00 First crack observed 


WNHONMDNDNNMNNNNRFPRPRPRPRPRFEPRRRFRrOOOOOC Oo 
~~ 
UO 


62 


LZ 
IRs), 
1b G4 
Ih SM 
ee 7 
1726 
1734 





mest ¢12 


pera bevel goin 
Mean Strain: 1081lpE 
eveles Rg AR a ES Ey Ep 
0 99.72 -3892 -2023 AS. 3 327.3 
il 99.72 “1715 -2103 A359 3218 
6 -1532 -1980 A2ZN5 3098 
qi -1515 -2033 ae Ll SLA 
8 -1470 -2013 4193 3103 
9 -1422 -2021 4160 3091 
10 99.80 -1428 -2012 4173 3093 
100 IEOO) 5 (6Ne 0220 
1007 Oi. 23 Las 
2000 101.89 2209 
2995 LOA Be, 2259 
4000 102% 76 2.96 
5002 ng2Z.97 Buse? 
6003 Ores 2 15 Sw 
7001 TO) Bo 3.69 
7996 OS 66 8) 4 1815) 
9002 O32 78 8) Sis 
10008 3). 93 aon [8 
eEO ud 2 104.06 4.26 First crack observed 
eo 3 04.10 At : 
13008 MO Avy 4.37 Crack observed on the bottom surface 
13999 iO 423 4.48 
15006 ig 4s 5 ae Bye 
15998 OAV. 4 6 GG 
16994 LL ees A a7 2 
17996 104.59 ae.9 
18995 46 6 4.86 
Ze 1 HO4.73 4.93 
20996 HOS. 17 BA SF 
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Test #13 


Sit bern Leved es lee 
Mean Strain: 1000peE 
Cycles Ry AR En Eo Et Ep 
0 100.02 Os ~1OS6 4546 320m 
il. 100.09 =32.0 -2118 A258 3188 
6 -167 -2088 4207 3148 
i =o -2094 4110 3 102 
8 -060 =2 iO) 4163 Ska 
9 —-OoGE -2118 ML Pe 72 CLAS 
10 TOO se =—O17 = AL 3 ass 
100 HOO. SZ OR ALE 
FOO 3 sO aegis L236 
ZOw2 102.31 oles 
3008 ILO Beh y: Zeal: 
4005 TO3°.25 3.09 
4998 BEG) Sua: bP Sie, 
5998 NL10; Si tine 3265 
6997 IME U7 3.86 
7998 LOUE Waal As 
8998 104.39 We 2S) 
9992 O45 4.36 First crack observed 
11000 104.63 ana 
11987 HO4 7s A Sy 
S005 O04 282 4.66 
14001 dy. Oo eT os. 
150105 me. 100 4.84 Crack observed on bottom surface 
16001 nO5.09 4.93 
16996 105.19 Sas 
18000 LOPS; ear .2. 5.09 
19005 MOD. So Sees 
ZOO) OS 0 Soe 
20768 Gage failed 
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Mest #14 
Strain Level: 


Mean Strain: 


Cycles 


9 CO ~1I OV F? © 


10 


1008 
1998 
Cigaype e 
4000 
4999 
5998 
7002 
8003 
9001 
10003 
14999 
20021 
30022 
40009 
50007 
60008 
65005 
66626 


100 


100. 
POW: 
IO 
LOOT 
GOT 
100. 
oO. 
OUR 
LOO. 
ECO: 
IDO) 
JEG BE 
EOL 
EOL? 
gE) 1 
aE) 1 
ORs 
OM 


101 


Cracked at 


0) 
LOOT 


30 


a 2 ie 


AR 


Se (ei) evel) @) = Melle) (o) a als: 


clamping block 


260 ie 


LOZ 
1038 
942 
oon 
O28 
ys 
948 


O18, 


eal 
=1453 
-1484 
—-l473 
-1460 
-1447 
-1463 








mest #15 


Siren Bevel mee mag ee 
Mean Strain: 4 Ssie 
Cycles Ra AR So Ss Cy ER 
0 LOO. 5 yaks -1643 2658 PAL Say 
i POO. 25 745 -1747 2634 2 
6 805 eye 2596 27 2 
7 819 —-1761 2588 2187.5 
8 843 = 1 2566 22 
9 S35 -1756 2579 2168 
10 BOO .28 819 -1741 2606 2174 
100 OID’. 32 0.04 
989 LOO. 71 0343 
2004 101.03 Oe 5 
3006 LO) ae 0.96 
4007 101.49 oe! 
50:07 HE OAtGia 15736 
6006 OW7 9 1. Sek 
6993 TO) ILS) 2 1.64 
8000 VO2 00 dhe 
9006 POZA 1.82 
9999 OZ. 20 oe 
12496 OZ 4 1 2 eas 
14993 OD 35:7 2.29 
17496 HO2.72 2.44 
20685 WOQ3O2 2254 
22500 102.90 PL M6 72 
25000 WO AAR Ss: 2a0 
27506 HOS e.0c 2.80 
29997 103.19 260\e FPixvst Crack Observed 
32498 O35 Ze 2.96 
34997 HOS --310 302 
a5. t 2 OS. 34 3.06 
39992 OS. 44 86 Iie 
41264 103.49 Bree 
42001 LOB) yal 3223 
43003 103255 SY 
43994 O32 56 Bh 28 
45000 Oise (0 332 ee CEacked pat Clamping -plock 
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Test #16 


Strain Levers. Zee 
Mean Strain: 426ue 
eycles Ry AR En EG Ey Ep 
0 LO Omiee 142 ell 7/10 2614 2142 
1 EOOzeES 197 = roe 2 25g ON BA 
6 263 =Toeu 2533 2107 
7 24a -lGo5 oes) 1S: 2104 
8 289 =hyO7 Zone 2107 
9 296 -1682 25s ZOO 
10 100719 304 -1684 2516 ZAEOO 
1500 HONOR ZA Ona 
1000 IMO oS 0.39 
ree 3 TONG, 28) 22 OAS Ss) 
229 8 IOLA OS Oneew, 
4003 101.24 5 
5000 101.42 Lae 
So / 101.54 ls 
7004 LOA O74 1.48 
peo IO 78: Ia, 
9001 Ore Bear, 8, 
10008 Onl Js Tha 
T5002 102534 2S 
20007 LAG We SM 24 
ye 95 Oza oz 2.68 
2 00 NEO2 2p Zeie 
30115 nO 4 2S 
Bz 0 / HOS 02 Zoe 
85006 10) S) ANG, 23908 
S505 OS. 7 Zs 
40001 OS 24 3.05 
42499 Os 29 oe 
45002 HO 3 2 ral 
47506 VOSS 3 Sed) 
49260 Cracked at clamping block 
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mest 7 7 


Stain eve le aweb 702i. 

Mean Strain: EO ao vie 
eycles Re AR En 6 or ER 
0 SS) 88 — BEG S -2349 523 Bie) Sill 
1 oo. Oil —945 =2504 5023 3764 
6 — AA -2/98 4647 3925 
7 -531 -2674 4763 3719 
8 —460 -2707 4705 3706 
9 = = 25 AG 35 3680 
10 100.04 -425 =Z2005 4700 31632 
100 OCR 34 0.30 
990 102.18 Ze 
70. 3 103%.20 SG 
2928 LOSacs 3479 
3998 iOAte2 S Aszl First crack observed 
4996 LOA GO AG 
5998 104.86 4.82 
709 LOS e4 5200 
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react 18 
Strain Level: 


Mean Strain: 


Cycles 


Oo OI NN © 


10 


999 
2011 
3007 
3999 
4995 
6008 
7000 
7994 
9007 
BOOMS 
15004 
20011 
25005 
27500 
297995 
32514 
34993 
e750 3 
40006 


R 
g 


100. 
1EONG) 


LOO? 
JEGHOF 
oor 
WiatG 
a OuIE 
Oa 
Oay 
pee. 
Ore 
Oz 
WG 2 
JIG) 226 
HPO 
LOei 
EOz: 
LG er. 
Gs. 
WGI 3) 
ILO} She 
18} 83.5 
One ¥e 


07 
08 


+2304pe 


AR 


WWWWWWWNNNNNRFPRRRFRr OOO 


54lue 


=500 
=2505 
=c00 
rails 
= lie2 
-174 
— es 


69 


=670 
L736 
= Eyed 2 
= hyd 
= EO 
~T%5s 
gel 275 (6),0) 


2914 
2884 
Zo 
2866 
2848 
2846 
2842 


First crack observed 


222 
2550 
ee NY 
2306 
Zan 
2g0Z 
2501 





Test #19 


Straim level: 


Mean Strain: 


Cycles 


4g) 8: 
So, 


+258 5uE 


W22ie 


AR 


-805 
-842 
-688 
-660 
Bless) 
=65 
-674 


Parse. Crack 


70 


Cc t 
-~1687 3130 
~1798 33:76 
-1878 3289 
-1901 3263 
-1863 3305 
-1895 5 ors 
~1861 530s 

observed 


2409 
2569 
2584 
Zo Oe 
2584 
2509 
2584 





Test #20 
Strain Level: 


Mean Strain: 


Cycles 


R 
dg 


=e ie 
96 


99 


90 


= eos 
200 
= ORO) 
+2059 
=Z20169 
wey (0118) ,8 
=2050 


Pe 


4194 
4002 
3914 
39 
Se 0A 
3899 
Be) 1) 


First crack observed 


+297 2U€ 
OTT we 

AR En 
—-5oa 
o* 3/515) 
= Ge 
— a0 
— 0 
SOS 
=O 

Oe Be 

ee 

eee 

236 

2816 

3.04 

Cie 

3.46 

Bn (6°) 

35.36 

Span) 

4.08 

ay La 


ilk 


303 
3026 
ZZ 
2980 
2985 
2945 
Zol6 





Test #21 


Seieeain levels) E20 GAR 

Mean Strain: B27LE 
Cycles Ry AR 2 ors on Ep 
0 99.99 —493 See 4388 3170 
1 LOG 205 SRE meal) i 8 4194 3114 
2 TOO 06 -109 -1983 3814 2899 
6 O27 SIS 3739 2097 
7 059 =o 37383 2863 
8 059 -1974 3953 2864 
2) 096 -1977 SF Se 2856 
10 LO: 127 167 -2019 3675 2846 
100 VIG 2 7 O226 
989 100.99 O2es 
1992 LOA. 1.64 
3003 NO2228 Ze 
3994 102-56 245 
4988 LOZ aow. PLAS 
6002 HOG 09 2.98 
6999 103.30 SOILS 
8001 NOS eZ Ba 
9000 MOS 65 3604 
10008 OS 77s BOD 
iho 0 1. hOs-5 5 32a 
oo) 7 1073 2.95 3.84 First crack observed 
eeo4 104.03 oe 


HZ 





Test #22 


Strain Levels) FZ0c ie 
Mean Strain: 516nue 
Cycles Rg AR oe a =f ae 
0 99.96 -625 -1473 Ze? 2105 
AL 99.97 a) -1588 2677 Zine 
6 =-535 -1570 2637 2104 
7 -503 -1600 23512 2096 
8 = -1566 2629 2098 
9 -505 ~1585 2602 2094 
10 99.99 -502 -1578 2610 2094 
100 ORR Os 0.04 
995 100427 Os 
2003 TOO S0 Of Syl 
3005 TOC > 0.76 
3998 HOOD 2 O29 s 
4994 101.00 Laon: 
5996 LOTS T2198 
7000 10126 vez 
7989 LOA Ss ee Se 
8994 101.48 1.49 
9998 OAS 6 1a SS 
P2507 ALI 4 UF S! 
15004 Oe ol: Leo 
17506 102.04 2.05 
20010 O26 2 a7 
22507 O22 20 2a29 
25006 TO2 335 2.36 First crack observed 
26010 102-38 2.39 
2750 2 iO 2e4 2 2s 
30014 £02250 2 pone 
325509 OZ a 56 2 sou 
351003 102.63 2.64 
397508 102207 0 2 oe 
40009 LO2Z374 Zee 
42503 LOZ 7 6 2g 


ae: 





Test #23 


eveles 


Stra: } 


iLO) 0 
100. 


Level: 


Mean Strain: 


06 
1 dL 


+2184pe 


AR 


WWWWWWWWNDDN DNDN DH RRR RFF OO O 


Sole 


=o 
~ E53 
=o 
-1584 
=o 
-~1646 
= aie 
=EG2 7 


First crack observed 
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Test #24 
Strain Level: 


Mean Strain: 


Cycles 


Oo On~IANE © 


10 


298 
2001 
3008 
4001 
5004 
6004 
7007 
7998 
8998 
O00 3 
2 10 
15006 
7511 


100. 
14 


100 


LOO: 
VGIOr 
EGO 
Oa 
Oe: 
Lou. 
10) be 
OZ. 
HOI. 
VO. 
HO 
LOZ. 
eZ 
Oe 
POS, 


Ve, 


+22Z621€ 


AR 


WONNMNNN NAH eee Oo 


513ue 


=O 
eelee 
=622 
O22 
-607 
Soe 
aS Spy) 


75 


= A0 
=15730 
= F766 
-1743 
-1740 
-1746 
-1746 


Ee 


209 
2804 
251. 
oo 
2730 
2794 
Bo TAL 


First crack observed 


2303 
2270 
2759 
2EO 5 
2269 
Za0 | 
2220 





Test #25 


Stein Bevel: tio ilie 
Mealead ban. 1000ueE 
e7ciles Rg AR En Eo Ey Ep 
0 100.02 -1840 -1970 AS a0 3260 
1 100.06 -~1574 -2095 4355 3224 
6 -~1315 -2147 4178 31k6 3 
y ~1322 -2103 4279 3191 
8 -1128 -2148 4112 6) 1 B10) 
9 -1119 -2139 4143 31) 20 IL 
10 I GNOP Tes) -1100 -2129 4129 349 
100 100.30 Oieales 
1004 BOLE 15 2 1.48 
2001 LO2 355 2240 
2994 Loe 04 2.89 
4002 LOS See 
4998 LO3250 3335 
5499 sO) Sie (5 7 82572 
5993 Les. 7 Bie (o)/4 
6496 OS. c4 3.69 
6999 Osos 3.83 First crack observed 
6999 103.84 
7504 Ons On Sra 6 
8010 104.08 3.93 
8493 104.20 4.05 
9005 OA 33 A mG 
850 2 104.70 ASS 
9995 4.53 Ass 
ROS 0 2 104.60 AS 
1 1 2 104.68 Ae 
L220 Oe! 104.86 Aw i 
12496 mo4.94 4.79 
13001 104.98 Amos 
13493 LOS 06 4.91 Crack observed on bottom surface 
14000 OSes 2 4.97 
14501 LOS. 2 5.05 
15008 105.23 Sys Ole: 
15494 165.31 5.16 
15998 IOS SS! Se LO 
16499 LO5. 39 Sie o 
im O03 0 S:949 Sy Oe! 
17497 LO5.-49 Ba Se 
18000 LOS 257 Ser 
18510 105.76 5 Or 
ies OS 9 Gage failed 
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Test #26 


viGain Levels) 402en 
Mean Strain: IS PAU: 
Sy CLes “s AR Ce EG Ey Ep 
0 99.95 -979 -2498 5830 4164 
I 100.08 -700 -2512 5608 4060 
6 -435 -2556 5a 4 4065 
7 -272 -2603 5440 AG22 
8 -—222 -2596 5422 4009 
9 -183 -2590 5475 4008 
10 100.14 -125 -2613 5437 4025 
100 LO Or45 0.31 
999 IO v2 Zee 
1560 103.41 3.27 First crack observed 
516 0 AUS ALS) 
1998 L022 50 326 
2498 OZ Eo 4.02 
200 2 Ore S A eae 
3505 104.97 ns) S 
4006 LO Saez 3 500 
4506 Ose Sa 
5005 INOS) la, 5 55 
557 1. bo Ss.9'4 5 280 
6009 Oe 5 Thee 6.00 
6500 106.24 6.10 
7012 LOG 2 7 6.13 
7506 106.42 6.28 
7998 TOG 250 636 
8521 Gage failed 
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Test #27 


strain Levele 3 ccie 
Mean -Strasm: 1210ueE 
Cycles Rg AR c., Ea Ey Ep 
0 99.96 -904 le 5026 379 
1 100.00 ge 72 -2443 4904 3674 
6 -491 -2462 4909 3686 
7 -448 -2460 4890 3675 
8 -390 -2469 4876 3673 
9 -347 -2472 4877 567 5 
0 OO IG oe -2463 4883 3673 
100 ECO. 4G Ome4 
993 IBC 23 lal 2805 
TSO 1 O27 26S 
1993 103.14 3206 
2253 EGSuo4 Bi 
2490 103.49 Beal 
2749 103.64 3.58 First crack observed 
2749 LOS 559 
B00 3 LUGS .6 0 Bo 7 
B03 103.98 3292 
4003 104.26 AG 
4497 104.45 4.39 
4999 104.66 4.60 
5498 104.86 4.80 
6001 IOS SIG 4.94 
6507 LOS ek 5205 
7005 5.26 er IL 
7499 LOS .3:6 5.32 Crack observed on bottom surface 
7999 LOge4 6 Sea 
8497 HOSe sc Sea 
9004 EGSs6 6 5 G2 
9491 WIGS 4 FNS 5om 0 
9998 105.80 5 
10507 105.84 5.78 
10997 105291 Seo 


11439 Gage failed 
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Test #28 


Strain Level; -toeoMue 
Mean Strain: 955ue 
Gycles Be AR ED es Ey Ep 
0 99.95 -1195 -2290 4347 3319 
IL 100.01 -958 -2380 4228 3304 
6 -849 -2386 4351 3369 
7 -770 -2404 AZ3y 3346 
8 -728 -2331 A281 3306 
9 —7S =2370 4435 3403 
10 100.09 -678 -2427 4336 3382 
100 1007. 36 O22) 
1000 101.89 1.80 
1492 102.39 2450 
1781 LOZ aGe 2250 
1994 L077 3 2.69 
Za 2 102.95 2.66 
2496 103.13 S04 
2756 103.26 Sy 
3000 103.39 3.250 
3254 POSS. 3.42 First crack observed 
3497 LOs.53 5244 
3993 O36 0 Sa 
4494 104.05 3% 9% 
5003 104.29 A220 
5497 104.48 ao 
6001 104.65 4.56 
6502 O42 282 ae GS, 
6995 105.07 4.98 Crack observed on bottom surface 
7498 O52 5.02 
7995 105623 5 es 
8500 105.34 er) 
8998 205.45 5436 
9490 POS .54 545 
10001 JOS Cie Uk 5.52 
10499 105265 5256 
11000 105.271 562 
11502 106.18 6.09 
11824 Gage failed 
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Test #29 


Gyelles 


9 On] HEF © 


10 


997 
149] 
1743 


R 
9 


a9 


LOG. 
TOG. 
Oze 
ine Ze 
Ose 


Strain Level: 


Mean Strain: 


ed: 
192 


G5 


grove d! 2s 
L225 we 

AR E 
n 
~2549 
ley 
-1483 
-1426 
-1403 
=a 
“1291 

Om36 

Zee 


€ 
Cc 


me 3) (610) 
=Z25 50 
=25 90 
-2604 
=25 95 
= 2559 
= Za 


oe 


59107 
5087 
5018 
5014 
59038 
20Gl 
5041 


2.85 First crack observed 


80 


Test #30 


Siicain Level? sat 32U zie 


Mean Strain: 956uE 
Cycles Rg AR eo EO Ey Ep 
0 100.00 = -2412 3995 3204 
1 100.04 =-3104 -2492 3923 3208 
6 = 2590 —259 7 4167 3282 
7 -2963 =2280 al: Boao 
8 -2678 -2404 4158 s2e 
9 -200 -2342 4198 327.0 
10 100.10 -198 =2327 4239 3283 
100 10 0se3 Omz3 
999 PO2203 1.93 First crack observed 
999 LOZ 20 6 
1246 GZ eeu 2 2c 
L503 LOZ eeS c Ze 
757 DO Zea Za 
2002 Osea! 3 
E254 Os 229 bio J) 
2499 MOS 47 3357 
Zr 52 MGs 262 3552 
2999 LOS. 70 Bi 5 08 
a5 0 103.90 3 #80 
3504 104.03 3393 
787 L046 4.06 
3998 104.26 al 
4501 64 34 a ee 
4996 104.49 Al 558) 
5504 104 68 Ave SO 
6001 104.78 4.68 
6505 104.88 Ae o 
7006 LOS. 02 4.92 Crack observed on bottom surface 
749 3 INOS ea kes oye Gls" | 
7997 EOSa2 Seale 
8516 105.40 5230 
9011 HOS 0 Sao 
9503 LOS. 56 5.46 
9996 IES) atl Soo 4 
10498 OS. 64 554 
11019 106.42 G22 


11284 Gage failed 


Sell 





Test #31 


Strain Level tol C cue 
Mean Strain: 1146,ye 
Cycles Rg AR es EG Ey Ep 
al 99.92 -982 -~2800 4980 3890 
2 99.92 -967 -2785 4994 3890 
6 a8 BS ~27/70 5042 3906 
7 = 76 = Ce 5016 3902 
8 -763 Se ISS, 5052 3905 
9 ee, =—27 55 5044 3900 
10 99.97 -~689 =—29) 49 S072 3925 
100 1 OO RES 0236 
495 101.47 1 30 
593 LO, 6% 1. 78 
694 ILO IL te ee 
806 102.00 2203) "First Crack Ccbserved 
1007 0226 VA. 
1249 LOZ aoe 2 460 
1501 LOZase 2.89 
AL 7 2408: 10 S073 3.06 
1990 LOSe33 BE o6 
2248 LOB 3 Ba SE 
2496 LO 327 0 3.18 
2759 103.90 6 4.9)3 
2997 104.04 4.09 
3258 104.15 4.18 
3495 104.2: 4.29 
3746 Pa. 37 4.40 
3998 Awa 4.50 
4249 TO), Sus: AOS 
4495 104.66 4.69 
4754 vom. 75 4.78 
4999 104.88 A al 
S253 104.93 4.96 
S02 TOS Z 5205 
5747 P0572. 10 5S 
6002 LOS 53 20 
6254 LOSe 2 5. 2s 
6504 105.28 5.3 
6749 Oe, 35 Se3e 
6999 105.35 53.310 
Pore 1 10sec) See 4 
v0 7 TONS 4s 57a 
P50] PEON Sy cy 5. 56 
VaA02 0 S250 53 56 
7497 105.50 So ee 
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jest. $31 (Continued) 


Cycles 


7604 
7702 
0 
7901 
8001 
8100 
8208 
8304 
8396 
8495 
8600 
8702 


R 
S) 


DAAAAAHAM KAM HKIHKHOAi UNINININKIOHINKIAINnI INN niin KHON ow uo uo 


Hand cycled for remainder of test 


8 3 





Test #31 


Gyvcles 


10025 
HO) 50 
10075 
0100 
HO 25 
Ho 1 35 


(Continued) 


R 

g 

106.60 
106.65 

OG real 
LOG. G 
Ove 
Gage failed 


AR 


TIO OD OO 
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Hest #32 


Strain eve’ zee Gi ile 
Mean Strain: 248uE 
Cycles Rg AR En Eq ere en 
0 10 Or SOF -1412 2019 1716 
1 L003 6 355 oe 1967 Lo47 
6 402 -1427 E938 1683 
7 407 -1419 1927 1673 
8 aud AL -1426 1932 1679 
9 416 = ee 1926 1675 
10 100.20 423 -1428 1924 1676 
100 10 Oe 2 0.02 
1006 L0G ss O'S 
2007 100m On23 
3001 LOO D3 0.38 
3999 LOR 0.43 
4997 10027 Oo ik 
5998 100.80 0.60 
7001 100235 0.65 
7999 100.90 0.70 
8999 NO Oro ORT 
9994 101.04 0.84 
eZ 5) 2 TOI ay Oao7e First cracksobsexved 
14998 MO 8) is. O38 
aL 7/ 310)RG) NOL eal Aer kal 
20000 LOSS IL aaks 
22500 101.48 Ws 4 
24998 LO SG 1.36 
27.300 Oia 1.41 
30006 L065 Leas 
32495 PO. 7. oS 
34999 TOie 79 IL eos, 
S750 3 101.84 1.64 
39998 101.88 1-63 
44999 Odeo 7 nr 
50002 £0203 i283 
54996 FO2.40 1.90 
60005 102.14 1.94 
65009 102.20 2.00 
70008 ROS, 2.09 
75006 LOZ 33 Lis 
80002 102.39 ERAS, 
85003 UG eee 24 
90005 LOZ oe 220 
95008 LOZ are. Daeg es 
100007 PO oe 2256 
110006 102.64 2.44 


85 





Test #32 


Cycles 


120000 
130006 
140005 
150014 
160010 
i999 7 
180013 
190006 
200008 
210008 
220007 
250011 
Be 999 
750003 
260002 
e299 / 
ew 87 
290000 
Zo) 10 
305008 
309994 
pip 32 
Gar 9 5 
324996 
B97 
334001 
334991 
337488 
Bae 2 
338835 
S25 19 
340874 
341608 


(Continued 


Rg 
L022 70 
102.76 
FOZ .o2 
1025-37 
1 Zouk 
102.93 
Oar oO 
103.04 
TOB2.0S 
inesy sual 
EOS a14 
Los. 17 
Loe. is 
LOB. 22 
TCE 25 
LOB eZ 7 
EO. Zo 
103. 34 
Ose 9 
103: 38 
Lis:. 38 
103.40 
HO3 543 
LOD 4 
Os. Sa 
LOS. 53 
10s. 6G 
1Os.. 67 
LOS. 7s 
10s... 76 
ORs 2 
L047 
Gage failed 


) 


AR 


WWWWWWW WWW WWWWWWWWWNNNNNNNNNN NN ND 


Epoxy backing of gage penetrated 


8 6 





Test #33 


Strain se veds: eo oe 
Mean Strain: 294 1€ 
Cycles Rg AR ED EQ Ey Ep 
0 100.14 256 -1612 2364 1988 
1 100.19 363 -1634 2258 1944 
6 412 -1625 2230 1928 
i 423 =—1631 22 7a) 1929 
8 432 -1635 2236 1936 
9 449 -1637 220s 1925 
10 TOO =o 450 -1635 2222 1929 
100 1D 0222 0.04 
489 LOOT 0.18 
996 100.47 ig 2s 
1499 eo OreGiZ Oa 
1998 IO OF Orga 
2994 100.97 0.78 First crack observed 
4004 1G le 2 O23 
5004 FO lew zec) 1.06 
5998 Weil ae ITaeZ 
6996 Ode Sl ES SO 
7987 IQ 516.8: 144 
9002 Oday s Lao 
9996 JED dis tes 1 8 5 
249 / 10206 age 
14998 UIQ) OE Ass 2.06 
17495 102-40 26 
19994 LOZ oS 2 
22495 102.64 2.45 
24995 102.76 257 
27305 102266 WL e 7) 
30005 O2.94 Pare 3) 
32498 O38 20 3 Varese 
34998 ILD) 8); 1410) 2.91 
e751] N29) 6) els: 2.99 
39994 OS as: 35016 
42500 10); 5 SHO) 3a 
44991 Ose 35 3.16 
47498 iO sea 2 35.23 
49998 103.46 See, 
a 300 103.50 Be Sik 
Bou05 VOSS 57 By She 
By 502 10) 2516) es 
59997 103.69 Seo) 
62496 MO Se 72 Cee aS: 
65004 IL BS ey Sea syre 
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Test #33 


Cycles 


67508 
70007 
72500 
75003 
77493 
80004 
82499 
85009 
e950 3 
90004 
92498 
94996 
97499 
100004 
102494 
HO500 1 
O70 0 
399 5 
112496 
114986 
117494 
ie 9 8 
122496 
124999 
a9 | 
eo 2 
130005 
OAD 4 
P0996 
eee 7 2 
iene 9 
ea? 3.1 
132083 
ie 1 


(Continued 


Gage failed 


) 


AR 


Ni Ph FH fh hh He HHH HEH EH PP WW WWW WW WW WW Ww Ww 


Crack observed on bottom surface 
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Test #34 


Stiagn Leyel:  +2@50ane 
Mean Strain: 502ue 
Gy cles Ro AR an EG Ey Ep 
0 99.90 ~-~1092 ~1950 2955 2453 
I 99.94 -900 -1962 2938 2450 
6 -~815 -1963 2920 2442 
Y) — BS -1950 2950 2450 
8 -808 -1954 2946 2450 
9 -182 -1973 2917 2445 
10 99.96 = Weer -1960 2964 2462 
100 100. 0G OF 160 
Sale? Loe. 52 0.56 
998 POD. 90 0.94 
1496 EGA. 6 1220 
1995 On. 42 1.46 First crack observed 
3010/2 TOA. 92 1.96 
4001 LOZ. 23 2.32 
5002 Lie. 53 2.57 
6001 IWGZ2 . 82 2.86 
6999 102.99 3202 
7996 1037203 35.07 
8996 LO 1G 3.20 
10003 103. 29 3.34 
TZ29 5 LOS . 6G 3.64 
S005 Is. 32 3.86 
17499 104.03 4.07 
20005 104.17 al 2 IL 
22509 104.39 4.43 
2501 104.46 4.50 
27509 oe. 52 A 6 
29998 la ol 4.65 Crack observed on bottom surface 
3 210:2 VO4 272 4.76 
35004 O47 7 a. oe 
37498 104.84 4.88 
38370 104.88 4.92 
39000 EUS. 04 aye (8! 
39483 10s. 39 Bye 2NS} 
39733 103.76 5.80 
39885 106.10 6.14 


Gage, tailed 


89 





mest.#35 


Strain evel: fo 7ai ike 
Mean Strain: 925pe 
Cycles Rg AR ED Eu Ey Ep 
0 1GO . iz 2c -2250 4366 28038 
1 100.19 397 ~2295 4225 3260 
6 600 -2283 4151 Bi 19) 
7 614 -2280 4149 3215 
8 639 -2268 4149 3209 
9 695 -~2295 4163 32235 
10 LOD... 28 SO -2300 4150 SZ25 
100 LOS. Su: O25 
499 Ge... 163 Ore: 5 
990 101.69 egal 
1493 102.14 1.86 
1996 Nn 0) Pe Sul 2.23 First crack obserbed 
3002 LOS S06 2s te 
4007 10325-4 3.26 
4992 LLG) cr el 3.58 
5996 104.07 3.73 
6995 104530 4.02 
7994 104.48 4.20 
9004 104.63 Ae 
9998 04). 76 4.48 
10999 ia ee 4.60 
12000 104.95 4.67 
12997 HOS .06 4.78 
14002 10s. 55 ns: 7) 
1500 3 105. 26 AWS): 
16038 10S.. 36 ies O19 
16999 10S. 42 bys IL 
17998 LOSec 5. 20 
18992 105353 5.25 
19992 HOS. sc 5. 30 
21000 LOS). G0 Sage 
21644 105.60 5 a52 
21994 Opie en, CES 
22207 OS eal Bi (ole! 
22282 106.07 ay 7 
22383 LOG . 35 G07 
2 OS ONes L0G 272 G44 
Ze 3 107.04 6.76 
22606 LOF=35 98) 7 
Be62 | Gage failed 


D0 





Test #36 


Strain Level: 24a aie 
Mean Strain: SZ ile 
Syveles Rg AR En Eo Ey Ep 
0 99.98 -620 =1755 34915 2625 
iL 100.01 —3 972 -1790 3260 2525 
6 -189 salle wae 3124 2449 
fi -165 = 1) fl 3097 2445 
8 -155 -1777 Bal dls 2448 
9 dE 5) =e Sslou 2437 
10 100.08 -080 -1820 3065 2443 
100 100.18 0 541%) 
50 2 LOO. 50 O42 
Od / OO. 74 O266 
1500 101.01 0.93 
1998 LO ay 1.09 First crack observed 
3000 TO 53 eS) 
3999 PO ey, 269 
5005 O22 00 LIZ 
5997 OZ. 20 Dap 
7002 TO 22735 Zee 
8000 LOZ 50 2a 
9003 WO Tah 2355 
10006 LO2.7 2 2.64 
eZ 7 102.99 2a02 
15007 103.17 3.09 Crack observed on bottom surface 
50 8 103.535 Sees 
Z0013 TO3.52 oo a 
22497 103261 Boo 
24997 LOS a7 6 3.68 
27500 103.86 Reais: 
30004 LOS eo Br eee 
31004 13597 3.89 
B2001 104.00 ieee!) 
32993 POA OZ Sac! 
34008 LOA Cir, 
35004 TO 4ea Az Os 
65296 LO4ya2 Ao 
87509 104.16 AOS 
40002 Loa 2 ays 
42505 L042 27 4.19 
45010 LAs a5 
47508 LOA Se 4.29 
49995 1 4 A 4.34 
52508 104.48 4.40 
55008 Oa 5Z 4.44 


oa 





Test #36 


Cycles 


57497 
60002 
250 2 
64999 
ay 20'3 
70005 
72507 
74986 
76000 
76507 
p77 013 
99 2 
78507 
72006 
fo 0 3 


(Continued) 
R A 
Gg 


PO 4.5 A 
104.58 
104262 
104.68 
Ora 
104.75 
104.78 
104.86 
104.90 
04.95 
WS) 072 
IO) 83 16 
nO brs G 
MOSS 7 
Gage failed 


MOO PHP HP HHH HH PH HPA 
® t e ® e e 


Qe 





Test #37 


Strain Levei J ouore 


Mean Strain: 1458ye 
Cycles Rg Unstrained En 3 
0 99.94 -4263 -4700 i See 


a 


ar 


1073 


ac 


4316 





Test #38 


Strain Level: +Ams60ue 


Mean Strain: Ds Sule 
exvcles Ra Une trainee En = 
0 LOGO: =4°37 5 49) 8) (8) = oo 


94 


584 


4160 





Test #1A 


strain Level: teezGue 
Mean Strain: L226nike 
Cycles Re AR es ae ey E 
0 LOG OZ -195 = 5) 1B 5149 Boer 
Af FO Os ~155 = 4/5) 8 8) Ses 3861 
6 072 -2584 5069 3827 
7 088 -2569 5083 3826 
8 146 SAS OS) 5054 3830 
9 7s = iS SNS 5053 3824 
10 LOG sO 214 -~2585 50S 7 3621 278790 
10 POG. Sak 2/ Vio 
100 101.14 
1005 LOSeo7 | <** 
1005 EOZ235 27 Ley 
1005 LOZ a2? 57 Layo 


*** Readings taken on 2/17/70 did not register the expected 


results. At that time no explanation was available. However, 
after checking the set-up it was felt that possibly a partial 
ground existed in the terminal strip. Accordingly a new 

terminal strip was mounted 2/18/70 and the resistance change 
checked. The results of this check and following tests seemed 


Gemverify this idea. 


Sy) 





Mes haat A 
Strain Level: 


Mean Strain: 


Cycles 


moo ~) AF © 


10 
100 


LOO 


R 
2 


PCw.. 
OM: 


LOWR 


LOG. 
LOW. 


NEO) 0) 


14 
18 


29 


20 
62 


55 


+3958e 


1256ueE 


423 


668 
fou 
787 
Size 
898 


96 


=20e 5S 


206 
=2o9 0 
=26974 
= 20M 
=ZoW > 


5350 


Diao 
5249 
5241 
5 Ze! 
S207 


3963 


3964 
3960 
22 IG 
39516 
62) 5k 


2/e7e 


27 S770 


5/14/70 





Test #3A 


Strain Levels t4 sae 
Mean Strain: 1420ue 
Cycles Ry AR En EG Ey Ep 
0 99.94 -623 =Zo77 6093 4485 
1 99.99 -527 -2955 6017 4486 
6 -150 -2962 5861 4412 
7 -107 -2951 5841 4396 
8 -040 -2957 5808 4383 
9 022 -2969 5793 4381 
10 VOOR 2 053 -2952 a7 Z 4372 2/3770 
10 100.10 -1350 -3022 5739 4380 
100 TOO sei” 30.51 
1002 LOs203y 2.91 
2 Se3 W039" 3.27 4/1/70 
523 OBR Lets 6. 
1991 Oise Sb ea al 
2499 104.68 4.58 
2996 LOSe OZ 42072 
3498 SOrSiee2 a Corey 
3998 LOSe507 5.40 
4490 POS274 5.642 
jo Oke OS so) |) Dkades 
Boo 106.08 5.98 Crack observed on bottom sruface 
6111 106.18 6.08 
6242 OG. 23. ~6.13 
6497 OGra or ee 0 ded 
6998 WOGes4 G24 
7207 MGe77 6.67 
fo 2 Gage faile 4/15/70 


D1 





Test #4A 


Strain bevet: 127 30me 
Mean Strain: 1126ueE 
Cycles R AR E 
g n 
0 LOO O09 090 
1 LOO ES Ze 
6 AZe 
7 402 
8 SikZ 
S 555 
LO 1G Oee2A: 649 
10 LORS -856 
100 LOO zG2 
100 100.57 


98 


= OS 
= gel 
EA ON 
= ZO AS 
-2814 
= 0S 
=Zeel 


= 20107 


310910 
205 0 
5146 
ope 
uRAy 
5174 
Sa 2 


Sako 


3897 
S20 
Be) 106! 
Bie) 51) 
SOS 
393 
4007 


4010 


27 37.0 


4/1/70 


5/14/70 





Mes 455 


Strain Level: 


Mean Strain: 


Syvcles 


whole sie: 
or, Jeo 


100012 


JF 6 


LOG 05 
1OOmz0 
100.94 


O13 
HOI2 . 27, 


HO Zl 3 
102.914 
LOS reel 3 
SEONG PRAY: 
ICDS) ali 
LOS 2os 
He. 92 


Pe0o 7 
1334ue 
AR En 
-~889 
= 6S 
-540 
-509 
-436 
-413 
-395 
-488 
Opie 
012 
007 
-008 
0.07 02s 
O22 
0.96 
des! 
i 9S 
Zi2 9 
2.33 
PRG AS. 
2.96 
3:85 
e260 
3.26435 
3,70 “Sire 
3.94 


E26 6 
OG 
=2662 
-2640 
=co/3 
= Zi Ow 
VAS 522 


=TI8Z 
=208) oS 
=e oo 
-2047 
-2034 
sr 0) S74 


59344 
eps) 
DIG 3 
yaa ey 
5248 
5245 
5329 


3GG2 
3210 
BLI8 
3206 
S232 
3217 


crack observed 


29 


3980 
SIZ 
3963 
3960 
32.6.1 
S12 Sys: 
3996 


2322 
2643 
2649 
Zora 
26354 
2635 


ZY B78 


3/10/70 





APPENDIX E 
MEAN STRAIN 

A remark is in order concerning the significance of the 
quantity which has been called mean strain in this thesis. 
Through oversight, no strain indication was observed when the 
specimen waS in an unstrained condition. Accordingly, there 
1s no basis for determining a reference strain indication which 
is necessary to determine actual strain levels at any time, and 
in particular to determine the mean strain. However, it was 
observed that the strain indication always was positive when 
the specimen was in the position causing greatest tensile 
strain, and that the loading on the specimen was actually such 
as to cause tensile strain in this position. Similarly, when 
the loading was such as to cause maximum compressive strain, 
the strain actually was compressive and the strain indication 
was negative. Accordingly, it may be concluded that the mean 
strain did not exceed the strain level (€p) in absolute ‘value. 

In Appendix A there is discussion of other tests made 
with varying mean strains. These tests indicate that the 
variations in mean strain do not appear to have a pronounced 
effect upon the performance of the gage. Furthermore, from a 
qualitative examination of the eccentric mechanism on the 
fatigue machine, it appears that when the specimen is in the 
neutral position, the actual strain level is quite small 
compared to the strain amplitude due to cycling. 

In order to shed definite light on this matter, two final 


experiments were conducted in which a strain indication was 


100 





observed for the specimen in an unstrained condition. The 


mesSUlLS sare: 


Test Number 37 Test Number 38 


E 4316 4160 
R 
Mean Strain (As recorded in 1458 195) 5) 
this study) 
True Mean Strain 1021 800 


This indicates that the true mean strain is about 500ue less 
than the quantity herein called mean strain when the specimen 
waS positioned so as to give an €p of about 4200ye. Pre- 
sumably the descrepancy is of the same order of magnitude 


when the specimen is loaded in other positions. 


JG dt 
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